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ABSTRACT
Background: Intrauterine device (IUD) migration and
colon perforation is a rare but serious complication oc-
curring sometimes years after insertion. Laparoscopic re-
moval of a colon-perforating device is a seldom-used
approach.
Case: A 35-year-old presented with right upper quadrant
(RUQ) abdominal pain one year following intrauterine
device (IUD) insertion. Upon vaginal examination, no
IUD string was detected. An abdominal X-ray depicted the
IUD in a position below the hepatic flexure. Abdominal
computerized tomography (CT) scan suggested an IUD-
like foreign object posterior and medial to the hepatic
flexure. Colon perforation by an intrauterine device was
diagnosed, the device was identified and removed, and
the intestinal damage was repaired with a laparoscopic
approach.
Conclusion: Clinical diagnosis and surgical removal of a
perforating intrauterine device reduces the possible risks
of abdominal complications this condition presents. In
select cases, the laparoscopic approach for intrauterine
device removal may be a simple and safe approach, thus
minimizing possible postoperative complications.
Key Words: Intrauterine device, Colon, Perforation,
Laparoscopy.
INTRODUCTION
Since the introduction of the intrauterine device (IUD) by
Richter in 1909, it has undergone many design modifica-
tions to increase its effectiveness and safety. Complica-
tions accompanying IUD insertion are uncommon, but
may include expulsion, retraction into the cervix or
uterus, bleeding, infection, ectopic pregnancy, and perfo-
ration through the uterine wall and into the abdominal
cavity or neighboring organs.1
IUD migration and colon perforation is a rare but serious
complication that can occur years after insertion. Laparo-
scopic removal of a colon-perforating device is a seldom-
used approach.
CASE REPORT
A 35-year-old gravida 3 para 3 woman underwent, for the
first time in her life, intrauterine device (IUD) insertion in
2002. The device used was a copper T (375). The insertion
was uneventful and was the first time an IUD had been
inserted.
A year later, she began complaining of right upper quad-
rant (RUQ) abdominal pain. Upon vaginal examination,
no IUD string was detected. An abdominal X-ray depicted
the IUD in a position below the hepatic flexure.
A month later, the patient was admitted to our medical
center for evaluation and treatment.
Upon admission, she underwent a physical examination
that detected no abnormalities, apart from light tenderness
upon abdominal palpation of the RUQ. Vital signs were in
the normal range. Her blood workup was normal with a
white blood cell count5180 (cells/L) and neutrophils
3040(cells/L). An abdominal roentgenogram was per-
formed that demonstrated a metallic foreign body in the
abdominal cavity. An abdominal computerized tomogra-
phy (CT) scan revealed an IUD located posterior and
medial to the hepatic flexure, with light fat blurring of the
surrounding tissues (Figure 1). Colonoscopy revealed
normal colonic mucosa.
Following these findings, the patient underwent abdomi-
nal laparoscopic surgery. Three access openings were
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CASE REPORTcreated: a 10-mm diameter opening at the umbilicus, a
5-mm opening in the right lateral abdomen, and a 10-mm
opening in the right middle abdomen area. During the
operation, an IUD thread was noted in the mesocolon
region of the hepatic flexure. Laparoscopic exploration
revealed the IUD lodged in the colon serosa under the
hepatic flexure (Figure 2). The IUD was excised, and the
colonic defect was repaired using an EndoGIA. The op-
eration was uneventful, and the patient made a full recov-
ery. She was released 3 days after surgery.
DISCUSSION
Since the introduction of the IUD by Richter in 1909, it has
undergone many design modifications to increase its effective-
ness and safety. As such, complications accompanying IUD
insertion are uncommon, but may include expulsion, retraction
into the cervix or uterus, bleeding, infection, ectopic pregnancy,
and perforation through the uterine wall and into the abdomi-
nal cavity or neighboring organs.2 Among these, perforation is
one of the most serious and may lead to abdominal cavity
infection and organ failure. The incidence of uterine perforation
is estimated to be between 1 in 350 to 2500 insertions.1 Perfo-
ration tends to occur in the immediate postinsertion period,
especially during the first 6 months following insertion,3 but
cases of uterine perforation have also been noted several years
afterinsertion.4TheriskofIUDperforationisaffectedbyseveral
factors including the type of IUD, uterine size and position,
timing of the insertion in relation to the last delivery or abortion,
and the experience of the operator.2 Following perforation,
IUDs may be found throughout the abdominal cavity. How-
ever, few cases exist in the literature describing perforation of
adjacent organs.5-8
Symptoms of perforation are generally nonspecific. The
suspicion of a perforating IUD should arise when patients
present with abdominal pain, diarrhea, and fever accom-
panied by missing IUD strings and no detection of the IUD
in the uterine cavity by a transvaginal ultrasound scan.1
Upon perforation into an adjacent organ, symptoms may
present as acute inflammation of the perforated organ.4
Diagnosis of IUD perforation is usually made with the use
of imaging modalities that depict the ectopic location of
the device. Once suspicion of an immigrating IUD is
proposed, a plain radiograph of the abdomen should be
performed, followed by other, more precise modalities
(ultra sound, CT), which assist in its localization.
Treatment for IUD removal is surgical, either by laparot-
omy or laparoscopy.9,10 In most cases, the repair of IUD
Figure 1. CT scan reveals the location of the IUD. A coronal
section of the patient’s abdominal CT scan. Note the hyper-
intense IUD-shaped object lodged within the colon just below
the hepatic flexure (arrow).
Figure 2. Laparoscopic removal of the IUD. The IUD was ex-
tracted from the colon through an incision made in the colon
wall. Note that the IUD was removed intact including the at-
tached strings.
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of symptoms.3
CONCLUSION
We present a case of intestinal perforation by an IUD one
year after its insertion. The device was located by using a
colonoscopy and abdominal CT scan that showed it to be
lodged within the large intestine, below the intestinal
mucosa, under the hepatic flexure. The device was suc-
cessfully removed by a laparoscopic approach.
The great advances made in recent years in minimally
invasive laparoscopic surgery have resulted in a signifi-
cant reduction in operative complications, and in the risk
of postsurgical morbidity. Few reports in the past have
shown that laparoscopic removal of an IUD is not only
possible but a long-term established minimally invasive
operative technique, that should be available to both gen-
eral surgeons and gynecologists.9,10 Therefore, in patients
suspected of having an IUD perforating the colon, lapa-
roscopy for identifying, localizing, and assessing the in-
testinal trauma should be regarded as a first-line ap-
proach. Laparoscopic removal of the IUD and primary
repair of the intestinal perforation should be considered
according to the abdominal and pelvic findings, and the
surgeon’s skills.
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